Update on the bifurcated EXCLUDER endoprosthesis: phase I results.
Many devices are being investigated for treatment of infrarenal abdominal aortic aneurysms. This report describes the particular characteristics of a next generation modular endograft and the Phase I results in 29 patients. Larger comparative studies are in progress to assess the safety and efficacy of this new design.